Pseudoarrythmia from evoked potential monitoring.
Somatosensory Evoked Potentials (SSEP) are used frequently in spinal instrumentation cases. In this report, we describe electrocardiographic artifacts from SSEP monitoring and offer a new explanation of the etiology.